Television pupillometry via digital time processing.
A new modification of the dynamic, infrared recording pupillometer of the closed-circuit television type has been developed, utilizing recent developments in high speed electronic counters. The pupillometer is simple and reliable in operation, has excellent response characteristics, and can be used over a broad range of research and clinical applications.